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ABSTRACT OF THE DISCLOSURE 

A device for measuring the power output of a laser. 
The laser beam is directed into a piezoelectric crystal and 
the resulting output from the crystal measured. In one 
embodiment the voltage output is measured and in an- 
other embodiment the change in the natural frequency 
of the crystal is measured. 


The invention described herein may be manufactured 
and used by or for the Government of the United States 
of America for governmental purposes without the pay- 
ment of any royalties thereon or therefor. 

The invention relates generally to a measuring device 
a!nd more specifically concerns a device for measuring 
the output of a laser. A secondary purpose of the inven- 
tion is to provide a means for modulating and demodu- 
lating a laser beam and/or pulse. 

The prior art in the area of measuring the output of 
lasers usually involves classical devices such as bolom- 
eters, photoelectric sensors, and in one instance, a ballis- 
tic pendulum. None of these means has proven entirely 
satisfactory because of the low power of the gas laser on 
the one and, and because of the very short duration of 
the pulse in the high-power ruby laser on the other hand. 

It is therefore an object of this invention to provide 
unique means for measuring the output of a laser. 

Another object of this Invention is to provide means 
for modulating a laser beam. 

A further object of this invention is to provide means 
for demodulating a modulated laser beam. 

Still another object of this invention is to provide 
means for transmitting information along a laser beam. 

Other objects a’nd advantages of this invention will 
further become apparent hereinafter and in the drawings, 
in which: 

FIG. 1 is a schematic drawing of an embodiment of 
the invention for measuring the power of a laser beam; 

FIG. 2 is a schematic drawing of an embodiment of the 
invention for measuring the power of a laser beam and 
for modulating the laser beam; and 

FIG. 3 is a schematic drawing of an embodiment of 
the invention for transmitting information along a laser 
beam. 

In describing the preferred embodiments of the inven- 
tion illustrated in the drawings, specific terminology will 
be resorted to for the sake of clarity. However, it is not 
intended to be limited to the specific terms so selected, 
and it is to be understood that each specific term includes 
all technical equivalents which operate in a similar man- 
ner to accomplish a similar purpose. 

Turning now to the specific embodiments of the in- 
vention selected for illustration in the drawings, the num- 
ber 11 in FIG. 1 designates a piezoelectric crystal which 
can be made from any kind of piezoelectric material. A 
pulse type laser 12 produces a laser beam 13 which is 
directed into the mecha'nical axis of piezoelectric crystal 
11. As is well known, laser beam 13 is made up of elec- 
tromagnetic particles which, when they strike piezoelec- 
tric crystal 11, apply a pressure to the mechanical axis of 
crystal 11. It is also well known that when a pressure is 


applied to the mechanical axis of a piezoelectric crystal, 
the crystal produces an electrical output across its elec- 
trical axis. Consequently, when a pulse from laser 12 
impinges upon piezoelectric crystal 11 a mechanical force 
5 is applied to the mecha'nical axis of the crystal. This re- 
sults in an electrical pulse being produced across the elec- 
trical axis of the crystal. The amplitude of this electrical 
pulse is proportional to the mechanical force applied to 
the crystal which in turn is proportional to the power of 
10 the pulse emitted by laser 12. The amplitude of the elec- 
trical pulse produced by crystal 11 is measured by a suit- 
able measuring device 14 such as an oscilloscope. If 
measuring device 14 is calibrated, the power of each 
pulse emitted by laser 12 can be measured. 

15 Referring now to FIG. 2, there is shown a device that 
will measure the power of a laser beam and at the same 
time modulate the laser beam. This device consists essen- 
tially of an oscillating circuit 16 containing a piezoelectric 
crystal 17. Crystal 17 can be a quartz crystal or a tour- 
20 maline crystal, or a similar structure. As is well known 
in the electronics art, oscillating circuit 16 will oscillate 
at the natural frequency of crystal 17. A laser 18 emits a 
beam 19 that is directed in to the mechanical axis of 
crystal 17. Part of beam 19 will be transmitted through 
25 crystal 17 and part will be reflected. The part that is 
transmitted is a beam 20 and the part that is reflected is 
a beam 21. Beam 19 applies a pressure to the mechani- 
cal axis of crystal 17 which changes the 'natural frequency 
of the crystal, thereby changing the frequency of oscillat- 
30 ing circuit 16. This change in frequency is measured by 
a frequency meter 22, and is proportional to the power 
output of laser 18. Frequency meter 22 can be a pano- 
ramic analyzer or it can be any well known type of fre- 
quency meter. It should be noted that the device in FIG. 
35 2 will measure the power output of either a continuous 
output laser or the power of a pulse-type laser. 

The device in FIG. 2, in addition to measuring the 
power output of a laser, will also modulate the laser out- 
put. Since crystal 17 will be oscillating at the same 
40 frequency as oscillating circuit 16 which we will say is 
/c, beam 2© will contain frequencies / L ±/ c where / L 
is the frequency of the laser output. This is by virtue of 
the change in refraction of crystal 17 caused by is oscilla- 
tions. Also reflected beam 21 will contain frequencies 
45 equal to / L ±/ c by virtue of the Doppler effect. 

The device in FIG. 3 provides means for transmitting 
information on a laser beam. A modulator source 30 
produces a varying output voltage which is applied to a 
voltage controlled variable frequency oscillator 31. Mod- 
50 ulator source 30 can be any device well known in the 
communication art which will produce a voltage output 
whose amplitude is proportional to the information be- 
ing transmitted. Consequently, the frequency output f m 
from oscillator 31 will be proportional to the information 
55 being transmitted. This frequency is applied to the elec- 
trical axis of a piezoelectric crystal 32 which causes the 
crystal to oscillate at a frequency / m . A laser 33 produces 
a beam 34 that has a frequency / L . Beam 34 is directed 
into crystal 32 which divides the beam into a transmitted 
60 beam 35 and a reflected beam 36. As was described 
above, the transmitted beam 35 has frequencies equal to 
fh—fm by virtue of the changes in refraction of crystal 
32 and the reflected beam 36 has frequencies equal to 
by virtue of the Doppler effect. It is evident that 
65 either the transmitter beam 35 or the reflected beam 36 
can be used to transmit information. However, in FIG. 
3 only the beam 35 is utilized to transmit the information. 
Beam 35 is transmitted to a remote receiving station where 
it is picked up by a photocell 37. Located at the receiving 
station is a laser 38 which produces a beam 39 having a 
frequency / L . The frequency of laser 38 can differ slightly 
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from the frequency of laser 33; however, it is best if the 
two frequencies are equal. Beam 39 is picked up by 
photocell 37 and mixed with beam 35. The output of 
photocell 37 is an electrical signal having frequencies 
/ L ±/ m ±:/ L . This signal is applied to a receiver 40 which 
removes the / L frequencies and produces an f m frequency 
output. During the operation of the device in FIG. 3, it 
is desirable that all frequencies remain steady and not 
wander around. 

The advantages of this invention lie in the novel and 
simple means for measuring laser power and for modu- 
lating a laser frequency. 

It is to be understood that the form of the invention 
herewith shown and described is to be taken as a pre- 
ferred embodiment. Various changes may be made in the 
shape, size and arrangement of parts. For example, 
equivalent elements may be substituted for those illus- 
trated and described herein, parts may be reversed, and 
certain features of the invention may be utilized inde- 
pendently of the use of other features, all without depart- 
ing from the spirit or scope of the invention as defined 
in the following claims. 

What is claimed is: 

1. A device for measuring the power output of a laser 
comprising: a piezoelectric crystal located in the path of 
the beam produced by said laser such that the pressure 
of said laser beam is applied to the mechanical axis of 
said piezoelectric crystal; and electrical circuit means 
connected to the electrical axis of said piezoelectric crys- 
tal for measuring the output of said crystal due to the 
pressure exerted by said laser beam against said piezo- 
electric crystal whereby the measure of the output of said 
crystal is proportional to the power output of said laser. 

2. A device for measuring the power output of a laser 
in accordance with claim I wherein said electrical cir- 
cuit means comprises a device for measuring the voltage 
produced across the electrical axis of said piezoelectric 
crystal by the pressure from said laser beam. 


4 

3. A device for measuring the power output of a laser 
in accordance with claim I wherein said electrical circuit 
means comprises a device for measuring the change in 
the natural frequency of said piezoelectric crystal due to 

5 the pressure of said laser beam. 

4 . A device for measuring the power output of a laser 
in accordance with claim 1 wherein said electrical circuit 
means comprises an oscillating circuit including said 
piezoelectric crystal and a frequency meter for measuring 

10 changes of frequencies of said oscillating circuit whereby 
the changes of frequencies of said oscillating circuit are 
proportional to the power output of said laser. 
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